Histological and histomorphometric analysis of strontium chloride coated commercially pure titanium implant compare with hydroxyapatite coating

Ghasak H. Jani, B.D.S.\(^{(1)}\)
Shatha S. Al-Ameer, B.D.S., M.Sc.\(^{(2)}\)
Salam N. Jawad, B.D.S., M.Sc.\(^{(3)}\)

ABSTRACT

**Background:** In recent years, the immediate loading of dental implants has become more accepted as a standard protocol for the treatment of the edentulous area. Success in implant dentistry depends on several parameters that may improve phenomenon of osseointegration and new bone formation in close contact with the implant. The aim of study was to evaluate the effect of strontium chloride coating of screw shape commercially pure titanium dental implant osseointegration at bone - implant interface by histomorphometric analysis and compare with hydroxyapatite coating at 2 time periods (2 weeks and 6 weeks).

**Materials and methods:** Electrophoretic Deposition Technique (EPD) was used to obtain a uniform coating layer on commercially pure titanium screws. The tibia of 4 white New Zealand rabbits was chosen as implantation sites. Each tibia of rabbit received two screws, one strontium chloride coated and one hydroxyapatite coated and a total 30 histological sections were obtained for each coating material in each period of time. Histomorphometric analysis was performed to measure new bone formed ratio between implant and original bone, after 2 and 6 weeks healing periods.

**Results:** There was increased in new bone formation ratio for the strontium chloride coated implants than hydroxyapatite coated implants and over the two periods of time. There was an increase in the new bone formation ratio at bone-implant interface with time.

**Conclusion:** Coating commercially pure titanium implant with strontium chloride was more efficient in increasing osseointegration at bone implant interface than hydroxyapatite, which was demonstrated by higher new bone formation and maturation at the two periods of time 2 weeks and 6 weeks after implantation.

**Keywords:** Histomorphometric, commercially pure titanium, strontium chloride, hydroxyapatite. (J Bagh Coll Dentistry 2015; 27(1):26-31).

INTRODUCTION

Implants are one of the most an important therapeutic surgical procedures providing both an aesthetic and functional alternative to tooth replacement. Procedures involving dental implants have grown steadily, rising consistently over the last 20 years to reach approximately one million performed annually worldwide.\(^{(1,2)}\)

Dental implants vary in material, dimensions, geometries, surface properties and interface geometry, so today the dentist needs to select from more than 2,000 different dental implants and abutments in a specific treatment situation.\(^{(3)}\)

The success of implant fixation is highly dependent on the implant surface properties to improve integration by different surface coating technologies for promoting osseointegration.\(^{(4)}\) Osseointegration was defined as a direct structural and functional connection between ordered living bone and the surface of a load-carrying implant.\(^{(5)}\)

In practice, this means that in osseointegration there is an anchorage mechanism where by nonvital components can be reliably and predictably incorporated into living bone and that this anchorage can persist under all normal conditions of loading.\(^{(5)}\)

A relatively new anti-osteoporotic drug, strontium ranelate (protelos), is proposed to induce, in contrast to other anti-osteoporotic drugs (like bisphosphonate), simultaneously both an anti-resorption and bone forming effect.\(^{(6,7)}\)

Strontium is a trace metal in human body and its physiologically stable divalent cationic form (Sr\(^{2+}\)) The ion has a relatively high affinity to bone and may replace Ca in apatite crystals by ion exchange. Strontium ranelate contains two Sr\(^{2+}\) ions and ranelic acid.\(^{(8,9)}\)

Histomorphometric measurement is a representative test in studying the nature of the implant-tissue surface and has been used by several authors to evaluate the bone implant interface.\(^{(10)}\) Atsumi et al. categorize it as the method of highest reliability to evaluate implant stability that can be performed at any time (pre, intra or post) of the implantation.\(^{(11)}\)

The purpose of this study was to make histological and histomorphometric analysis of strontium chloride SrCl\(_2\) and hydroxyapatite...
(HA) coated implant, in rabbit tibia at 2 and 6 weeks implantation time.

MATERIALS AND METHODS

Specimens preparation

Eight screws shaped implants, 3.0 mm in diameter and 8mm in length (threaded part is 5mm and smooth part is 3mm) and pitch height is 1mm, were machined from commercially pure titanium rods grade 2 using Lathe machine, with slit in head of the implant to fit the screwdriver during insertion. The screws were washed in ethanol in an ultrasonic cleaner for 15 minutes and dried at 100°C for 15.

Four screws shaped implants were coated with strontium chloride for 4 min with 20 V and Sintering to 450 ºC under inert gas (argon) and the second group was coated with HA for 4min with 40 V and Sintering to 800 ºC under inert gas (argon) according to Hamed.

Animals and surgical procedures

Four healthy adult New Zeeland rabbits of both sexes weighing 2 -2.5 kg were used. Antibiotic cover with oxytetracycline intramuscular injection was given to exclude any infection. Rabbit was left for two weeks in the same environment before surgical operation.

Each animal was weighed before operation to determine the required dose of anesthesia and antibiotic. Anesthesia was induced by intramuscular injection of ketamine hydrochloride (1ml/kg Body weight) and xylocaine 2% (1ml/kg B.W.). Tibia was shaved using shaving spray from medial side and skin was cleaned with ethanol. Later on the incision was made to expose the medial side of the tibia, the skin and fascia flap was reflected. Bone penetration was performed by Engine with straight hand piece (strong 90, Korea) with a round guide drill of 2.0mm in diameter to make hole with continuous cooling with normal saline. The enlargement of this hole was made gradually with drills then washed with saline to remove debris.

HA coated screws was placed in the hole using screw driver that fit the screw slit until 5mm of the screw was completely introduced into the bone tissue and checked for stability. The Sr coated screw was placed within other hole.

Suturing of muscles was done with absorbable catgut suture followed by skin suturing with silk suture. The operation site was sprayed with local antibiotic (oxytetracycline spray); then long acting systemic antibiotic (oxytetracycline 0.5ml/kg B.W.). Postoperative care was performed by giving oxytetracycline antibiotic (local and systemic) for 3 days after surgery.

Histological test

Four animals from each group were used for histological testing. Bone sectioning was performed while the animal was anesthetized with overdose of medication.

A disc cutter with low rotating speed and vigorous cooling was used for cutting the bone around the implant. Cutting was made 5mm away from the head of the implant to prepare a bone-implant block for histological study.

Bone-implant blocks were immediately stored in 10% freshly prepared formalin and left for overnight for fixation.

After fixation, bone decalcification was done by immersion the specimens in 10% solution nitric acid. In general, decalcification takes from 2 to 3 days. After that time the specimen was tested for complete decalcification by penetration of a narrow needle to the deepest part of the bone-implant block. A precipitant was formed if any amount of calcium is present. If any precipitate is formed, the acid solution covering the specimen should be changed. If no precipitate is detected it is assumed that the specimen is completely decalcified then the implant was gently removed from its bone bed.

After complete decalcification, the bone-implant block was divided horizontally into two parts using a sharp scalpel with cross section of the implant inside the bone to be divided into two levels.

Dehydration of the specimen was done by immersing it in alcohol with serial concentration (70%, 80%, 90% and absolute alcohol remaining in each dish for one hour).

The specimens then were passed through two changes of xylene for 15-20 min. Each specimen was placed in a dish of melted paraffin and the dish was kept into a constant-temperature oven regulated to about 60º C during the course of several hours. The specimen was changed to two or three successive dishes of paraffin so that all of the xylene in the tissue was replaced by paraffin.

The specimens were moulded in the center of paraffin block, and adjusted to microtome where
serial sectioning with (4-5) µm of thickness for each section was performed and placed on a slide.

The slide was placed in a container having haematoxylin and eosin stain for 10 minutes to stain the tissue. Each bone implant block was divided into 2 levels and from each level 3 slides were obtained. Total of 30 sections were made for each coating material in each period of time.

By light microscope with SAMSUNG, GT-N7100 camera, Photographs of each section were taken at x4 power magnification and enlarged. The area of new bone was marked and measured using Image J software (NIH Image, National Institutes of Health, Maryland, USA).

The area of new bone was marked according to criteria stated by Shapiro, as look like coarse meshwork (trabecule bone) of pink tissue surrounding patches of much lighter or unstained tissue or matrix. (15)

The percent rate of new peri-implant bone formation (NBFR) was calculated using the following formula:

\[
\text{NBFR} = \left( \frac{\text{area of new formed bone}}{\text{total tissue area}} \right) \times 100
\]

RESULTS

Clinical observation

All rabbits showed normal movement after one week which indicates that the rabbits tolerated the implantation, there was no sign of gross infection, tissue reaction. Screws could not be moved with manual force.

Histological observations

The histological feature of the implants coated with hydroxyapatite in rabbit tibia after two weeks of implantation showed osteoid tissue with numerous bone cell around with numerous new capillaries formation as shown in figure 2.

![Figure 2: Microscopic photograph view of coated implant in rabbit tibia after two weeks of implantation, shows osteoid tissue with numerous bone cell around, (H&E stain) X10.](image)

Histological findings in the section of the tibia bone adjacent to the implanted cp Ti screws coated with SrCl₂ after 2 weeks of implantation shows new bone trabeculae lined by osteoblast cell, osteoblast arranged as a rim of cells on the bone surface and active osteoid tissue as shown in figure 3.

![Figure 3: High magnification view of implant coated with SrCl₂ in rabbit tibia for two weeks duration shows new bone trabeculae (BT), lined by osteoblast cell (OBC). Note active osteoid tissue (AOT) formation around, H&E X10.](image)

After 6 weeks, microscopic views showed new bone formation with osteocyte cells. Other higher magnification showed osteocyte cell irregularly distributed in thick trabeculae and a large number of osteoblast (Figures 4).

![Figure 4: Microscopic photograph view for the HA coated Ti implant after 6 weeks of implantation shows new bone formation, osteocyte cell (OCC) and thick bone trabeculae. H&E X10.](image)

![Figure 5: Microscopic photograph view for the SrCl₂ coated Ti implant after 6 weeks of implantation shows new bone formation, numerous osteocyte cell (OCC) and thick bone trabeculae. H&E X10.](image)
After 6 weeks of implantation, microscopic views for the section of the rabbit tibia bones surrounding the cp Ti implant coated with Srcl$_2$ showed active process of bone development, indicated by the active and large numbers of osteocyte cell clearly appeared (Figure 5). Higher magnification view showed clearly osteocyte cell, also reversal line (Figure 6).

**Figure 6: Microphotograph view for the old bone and new bone with reversal line around implant coated with Srcl$_2$ after 6 weeks of implantation. H&E X20.**

**Histomorphometric analysis**

**Effect of strontium chloride coating at 2 weeks.**

There was significantly increased new bone formation ratio for Srcl$_2$ coated implants than HA coated implants as seen in table 2 the mean value for HA and SrCl$_2$ after 2 weeks (.9898% ± .49161 and 1.3427% ± .37322 ) respectively (Figure 7).

**Figure 7: NBFR value of srcl$_2$ coated implants and HA coated implants at 2 weeks interval.**

**Effect of strontium chloride coating at 6 weeks**

The strontium coated implants recorded a higher mean of new bone formation ratio than HA coated implants as seen in table 2 mean value for SrCl$_2$ coated implants after 6 weeks of 1.44% ± .571, while for HA1.419% ± .565 (Figure 8).

**Figure 8: NBFR of srcl$_2$ coated implants and HA coated implants at 6 weeks interval.**

**Effect of time on removal torque value**

Both coating materials showed increased new bone formation ratio between 2 and 6 weeks of implantation (Table 2).

**Figure 9: The summary of the differences in the NBFR mean values between all groups.**

<table>
<thead>
<tr>
<th>Types</th>
<th>Time</th>
<th>t-test</th>
<th>df</th>
<th>P-value</th>
<th>Sig</th>
</tr>
</thead>
<tbody>
<tr>
<td>HA</td>
<td>2 weeks × 6weeks</td>
<td>2.522</td>
<td>29</td>
<td>0.017</td>
<td>S</td>
</tr>
<tr>
<td>Srcl$_2$</td>
<td>2 weeks × 6weeks</td>
<td>0.662</td>
<td>29</td>
<td>0.513</td>
<td>NS</td>
</tr>
</tbody>
</table>

**DISCUSSION**

The rabbit is convenient for the study because it reaches skeletal maturity shortly after sexual maturity around 6 months of age. The physiology of rabbit cortical bone is accelerated when compared with human beings, rapid cortical bone remodeling allows for evaluation of osseointegration of dental implants as early as 6 weeks compared with 18 weeks in human. (17) The age of the present animals that used in this study was from 10-12 months thus assuring complete
closure of proximal tibial epiphysis, as stated by Pearce et al. (18).

The tibial sites in rabbit were chosen to mimic the clinical situation, since the dimension of this bone corresponds well with human alveolar space. Surgically this model provides low morbidity with easy access to the medial proximal tibia for implant placement.

Effect of strontium chloride coating after 2 weeks of implantation

Implants coated with SrCl$_2$ were shown to have a significantly larger bone area than the HA coated implants, which could be attributed to different mechanism of action. This was evidenced by the higher number of osteoblast and more bone trabecule and active ostiod than HA. Ellis and Kathleen explained the mechanism of action of Sr by enhancing replication of preosteoblastic cells by increased alkaline phosphatase activity. (19)

Effect of strontium chloride coating after 6 weeks of implantation

Bone formation ratio at 6 weeks was slightly higher in Sr than HA coated implants, 1.441, 1.419 respectively. However, the histological feature clearly showed the differences between them. More osteoblasts were seen which indicated the continuous bone formation, more osteocyte cells which reflected the higher maturation of the bone and more transformation of osteoblast to osteocyte in Sr section than in HA section. Reversal lines were also seen in sections of Sr implant sections while it was not seen in section of HA implant sections.

The approximation of ratio of Sr to HA may be due to decreasing amount of Sr from surface of implant due to high solubility of Sr (53.8 g/100 mL), moreover; amount of Sr coated on the implant was used compared to the ordinary dose of the drug administered to the osteoporotic patient (800 mg/kg/day). (20) The increased formation in the new bone for HA from 2 to 6 weeks might be due to delay activation of Sr to osteoblast.

Al-Duliamy used (900 mg/kg/day) injection of SrCl$_2$ locally in palate for stabilization of expansion of rat palate after orthodontic treatment. (21)

Effect of time on NBFR

Both Sr and HA coatings showed increased ratio of bone formed by time. HA coating showed significantly increased ratio of bone formation from 2 weeks to 6 weeks (0.98 % and 1.41% respectively) which indicated delayed activation of HA to form new bone which was reflected by more bone formation at 6 than at 2 weeks.

Sr coating showed non significant difference in the ratio of new bone formed as it was 1.34 % at 2 week and became 1.44 % at 6 weeks. This might indicate relatively constant activation of Sr to osteoblast through out the time period.

As conclusion; there was significantly higher new bone formation ratio of SrCl$_2$ coated CpTi implants than HA coated CpTi implant at 2 weeks healing period, also there was increased new bone formation ratio with time for both coating materials (HA and SrCl$_2$) implants.

REFERENCES

الخلاصة: في السنوات الأخيرة، أصبح تحمل الفروق في زراعة الأسنان أكثر phổرًا وقبولًا للعلاج بالأنواع المختلفة من الأسنان. النجاح في زرع الأسنان يعتمد على عدة عوامل مثل التضافر الادخاري الداخلي وتكوين عظام جيدة على الصالح وثرية مع النتائج، وكان الهدف من الدراسة هو تقييم تأثير طلاء كلوبريد السترونتيوم لفروق الأسنان المصنوعة من النيتياجي، النتيجة التي تجارب تفاعل الفوائد على عامل الفاصل السطحي وما إليها مع طلاء هيدروكسبيتات في فترات زمنية (3 أسابيع و6 أسابيع).

وشاهد الفرق في أهميته الفائقة (EPD) للحصول على طبقة طلاء موحدة حسب الأسنان المصنوعة من النيتياجي، الفرق تجارياً ووقاية لفترات زمنية 4 أسابيع. أثرت النتائج على تأثير الفوائد، وتضمنت الفوائد 30 دقة الفاصل السطحي لكل طلاء الفاصل في كل فئة من الزمن تم إجراء تحليل الفاصل السطحي لقياس نسبة العظام الجديدة المتكونة بين الزراعة والفراء الفاصل. بالنسبة للناتج، فربما كانت زراعة الفاصل الفاصلة في السعودية، خاصة بعد 3 أسابيع من فترات الفاصل. 

الناتج: الفروق المطلوبة كلوبريد السترونتيوم أثر كفاءة زيادة تكون العظام من الفرازة العظمية في الفاصل السطحي بين الفروق. النتيجة في النتائج لكفاءة الفوائد، والفوائد المطلوبة في الفروق الفاصلة في السعودية، خاصة بعد 3 أسابيع من فترات الفاصل.